SOFTWARE TO HELP CHOOSING AN INFRA RENAL ABDOMINAL AORTIC ANEURYSM ENDOPROTESE

Guilherme V Meirelles, Renam Alexandrino - Instituto Meirelles de Cirurgia Vascular

NO CONFLICT OF INTEREST. - NO INDUSTRY SPONSOR

5 POINTS OF MEASUREMENTS

- ANEURYSM NECK
  - ANGEL - DIAMETER - LENGTH (CLOTH - CALCIFICATION – NECK SHAPE)
- DISTANCE FROM INFRA RENAL TO AORTIC BIFURCATION
- DISTAL AORTA DIAMETER
- COMMON Iliac ARTERY
  - DIAMETER - LENGTH
- ACCESS - EXTERNAL Iliac DIAMETER and tortuosity

Comparing the measurements provide by the surgeons, with

- Industry IFU
- Endoproteses size options [diameter and length]

Resulting in how much our choice is available and in side IFU

(Approximate 45 options for each company)

10,000 to 20,000

http://stentapp.azurewebsites.net